Pressure dermatitis from an implanted pacemaker.
In this eleventh report of dermatitis conforming to the outline of an underlying pacemaker, the authors suggest that most of these reactions are isomorphic responses to expansion of the subcutaneous tissues by the hard device. Allergic contact dermatitis has been documented in a few cases.